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Abstract. Stable isotope signatures provide an integral ﬁn-
gerprint of origin, ﬂow paths, transport processes, and res-
idence times of water in the environment. However, the full
potential of stable isotopes to quantitatively characterize sub-
surface water dynamics is yet unfolded due to the difﬁculty
in obtaining extensive, detailed, and repeated measurements
of pore water in the unsaturated and saturated zone. This pa-
per presents a functional and cost-efﬁcient system for non-
destructive continual in situ monitoring of pore water stable
isotope signatures with high resolution. Automatic control-
lable valve arrays are used to continuously extract diluted
water vapor in soil air via a branching network of small mi-
croporous probes into a commercial laser-based isotope an-
alyzer. Normalized liquid-phase isotope signatures are then
obtained based on a speciﬁc on-site calibration approach
along with basic corrections for instrument bias and temper-
ature dependent isotopic fractionation. The system was ap-
plied to sample depth proﬁles on three experimental plots
with varied vegetation cover in southwest Germany. Two
methods (i.e., based on advective versus diffusive vapor ex-
traction) and two modes of sampling (i.e., using multiple per-
manently installed probes versus a single repeatedly inserted
probe) were tested and compared. The results show that the
isotope distribution along natural proﬁles could be resolved
with sufﬁciently high accuracy and precision at sampling in-
tervals of less than four minutes. The presented in situ ap-
proaches may thereby be used interchangeably with each
other and with concurrent laboratory-based direct equilibra-
tion measurements of destructively collected samples. It is
thus found that the introduced sampling techniques provide
powerful tools towards a detailed quantitative understand-
ing of dynamic and heterogeneous shallow subsurface and
vadose zone processes.
1 Introduction
Stable isotope ratios of hydrogen (2H/ 1H) and oxygen
(18O/ 16O) provide powerful tracers of water in the hydro-
logic cycle (Gat, 1996). This is due to the conservative na-
ture of the stable isotopes as an intrinsic part of the water
molecule and the measurable variations of their ratios in pre-
cipitated and other natural waters imposed by large and vari-
able fractionations during physicochemical processes and re-
actions such as, and most importantly, phase changes (Craig,
1961; Dansgaard, 1964; Friedman et al., 1964; Ehhalt and
Knott, 1965; Majoube, 1971). The isotopic distinctness of
input waters to a system in space and time provides for a
continuously and naturally imprinted signature that can be
traced to reveal information on transit times, origin, ﬂow
pathways, and processes such as phase transitions, transport,
and exchange.
As such, the analysis of stable water isotopes is being
widely employed in hydrology and related disciplines and
has brought major advances to our understanding of natu-
ral systems (see reviews by Ehleringer and Dawson, 1992;
Kendall and McDonnell, 1998; Yakir and Sternberg, 2000;
Vitvar et al., 2005; Aggarwal et al., 2007; West et al.,
2010b; Soderberg et al., 2012). In particular, stable iso-
tope signatures of pore water have provided insight into
soil evaporation (Zimmermann et al., 1967; Allison, 1982;
Allison et al., 1983; Barnes and Allison, 1988; Walker
et al., 1988); recharge rates (Dincer et al., 1974; Sax-
ena, 1984; Darling and Bath, 1988); unsaturated and satu-
rated subsurface ﬂow processes, mixing, and residence times
(Sklash and Farvolden, 1979; Buttle and Sami, 1990; Mc-
Donnell, 1990; Stewart and McDonnell, 1991; Gazis and
Feng, 2004; Laudon et al., 2004; Garvelmann et al., 2012);
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evapotranspiration partitioning (Hsieh et al., 1998a; Wang
and Yakir, 2000; Yepez et al., 2005; Rothfuss et al., 2010);
hydraulic lift (Dawson, 1993, 1996; Schulze et al., 1998);
and sources of plant water uptake (White et al., 1985; Daw-
son and Ehleringer, 1991; Walker and Richardson, 1991;
Thorburn et al., 1992).
However, the full potential of stable water isotopes to
quantitatively characterize water dynamics is yet to be un-
folded. This particularly holds with regard to complex and
heterogeneous processes, such as inﬁltration and shallow
subsurface ﬂow in the vadose zone subject to strong gra-
dients and ﬂuxes of energy and matter, demanding stable
isotope data with high spatial and temporal resolution to
complement traditional observations. Instead, a major lim-
itation to the extent and scope of stable isotope applica-
tions was imposed by the available techniques for sam-
pling and analysis (e.g., Kerstel and Meijer, 2005; Helliker
and Noone, 2010; Munksgaard et al., 2011). Conventionally,
measurement of water stable isotopic composition was rel-
atively labor-, time-, and cost-intensive and constrained to
laboratory-bound analysis of previously collected and pro-
cessed discrete samples based on gas source isotope ratio
mass spectrometry (IRMS) (Horita and Kendall, 2004). Pore
water samples were most commonly obtained through de-
structive collection of geologic material and subsequent ex-
traction using various methods (e.g., Buttle and Sami, 1990;
Ingraham and Shadel, 1992; Walker et al., 1994; West et al.,
2006) or, less frequently, using suction or gravity lysime-
ters (e.g., Stewart and McDonnell, 1991; Wels et al., 1991;
Landon et al., 1999; Figueroa-Johnson et al., 2007). Each
method is, however, associated with considerable uncertainty
and unclear implications for the representativeness of ob-
tained pore water isotopic signatures.
In recent years, major advances in analyzing techniques
have come with the advent of commercially available,
portable, and ﬁeld-deployable laser spectroscopic instru-
ments for isotopic analysis of water vapor (see reviews
by Kerstel and Meijer, 2005; Kerstel and Gianfrani, 2008;
Helliker and Noone, 2010). Available instruments based on,
for instance, wavelength-scanned cavity ring-down spec-
troscopy (WS-CRDS) allow for direct simultaneous high-
frequency measurements of oxygen and hydrogen stable iso-
topic composition of water vapor at a precision and accu-
racyapproachingthatofIRMS(Berdenetal.,2000;Crosson,
2008; Kerstel and Gianfrani, 2008; Gupta et al., 2009). Such
isotope analyzers promote broader usage of stable isotope
analysis by allowing measurement of collected liquid and va-
por phase samples with minimal or no preparation, higher
throughput rates, and lower cost (Gupta et al., 2009).
In addition, current instruments facilitate direct continu-
ous in situ monitoring of stable isotopes in, for example,
atmospheric moisture (e.g., Gupta et al., 2009; Iannone et
al., 2010; Sturm and Knohl, 2010; Johnson et al., 2011;
Aemisegger et al., 2012). Other recent studies have used WS-
CRDS for continuous determination of liquid water isotopic
composition in laboratory experiments (Munksgaard et al.,
2011; Herbstritt et al., 2012) and ﬁeld applications (Munks-
gaard et al., 2012a, b) by direct intake and analysis of vapor
diffused into a dry gas stream via a submerged semiperme-
able membrane body. A similar direct equilibration method-
ology can also be applied to determine the isotope signature
of liquid pore water in situ as recently shown by Rothfuss
et al. (2013) in a sand beaker laboratory experiment. In fact,
the feasibility of inferring the stable isotopic composition of
soil water by in situ extraction of water vapor or carbon diox-
ide (CO2) from soil air has already been indicated by Thoma
et al. (1979) and Allison et al. (1987), while more recently
IRMS and laser spectroscopic instruments have been applied
to analyze pore water in destructively collected geologic ma-
terial by headspace sampling of equilibrated water vapor and
CO2 (Hsieh et al., 1998b; Koehler et al., 2000; Wassenaar et
al., 2008; Garvelmann et al., 2012).
Building upon the previous work, this paper presents the
development and application of a novel ﬁeld system for con-
tinual unattended in situ monitoring of liquid pore water sta-
ble isotopes by delivering diluted soil water vapor via small
microporous soil water isotope probes (SWIPs) from an ar-
bitrary number of subsurface sources into a commercial WS-
CRDS instrument. Representing a trade-off between expen-
diture and universality in application, two different imple-
mentations of the monitoring system are investigated. These
are henceforth referred to as the advection dilution sampling
(ADS) method and the diffusion dilution sampling (DDS)
method, according to the respective dominant vapor trans-
port mechanism across the microporous probing tube (as in
Munksgaard et al., 2011). The aim was to develop a func-
tional system suitable for monitoring dynamic and heteroge-
neous subsurface processes at the relevant temporal and spa-
tial scales. The system shall therefore facilitate accurate and
precise in situ measurements while meeting the following
desirable attributes:
– inexpensive in terms of both acquisition and mainte-
nance and expandable to a large number of probing
locations as prerequisite to broad and locally dense
application and thus, high spatial resolution;
– short sampling interval to facilitate frequent
measurements and thus, high temporal resolution;
– unattended applicability under most conditions encoun-
tered in the subsurface throughout the day and year as a
prerequisite for continuous observations;
– compact (subsurface components), easy and quick to
install imposing little disturbance and obstruction to
the natural subsurface system and processes under
investigation;
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Figure 1. Schematic representation of the in situ pore water stable isotope monitoring system setup according to the DDS method.
– mechanically robust and largely chemically inert,
weathering resistant components to facilitate safe inser-
tion and prolonged duration in natural subsurface envi-
ronments.
2 Methods
In this section, the basic setup, working principle, operation,
and data processing of the monitoring system are ﬁrst de-
scribed, followed by the ﬁeld evaluation approach. Through-
out this paper, the δ-notation (e.g., δ18O or δ2H) is used to
express the isotopic composition of a sample in units of parts
per thousand (‰). For a given element (e.g., O or H), this is
deﬁned as
δ =

Rsample
Rreference
−1

·1000‰, (1)
where Rsample denotes the atomic ratio of a rare to the
most abundant isotope of this element (e.g., 18O/ 16O or
2H/ 1H) in a sample, and Rreference is the same ratio of the
employed international reference standard, Vienna Standard
Mean Ocean Water (VSMOW). Subscripts “l” and “v” are
used to indicate reference to liquid and vapor phase water
isotopic composition, respectively.
2.1 In situ monitoring system
2.1.1 Monitoring system setup
A schematic representation of the monitoring system setup
is provided in Fig. 1. All components were selected in com-
pliance with the above stated desirable attributes. The sys-
tem is builtup modularly and can simply be modiﬁed or aug-
mented to accommodate a certain number of probes with rel-
atively little extra cost. A single set of central analyzing and
supply devices is sufﬁcient to operate a multitude of SWIP
sampling locations via a branching tubing network and valve
control system. A commercial laser spectroscopic instrument
(Picarro L2120-i WS-CRDS, Santa Clara, CA, USA) is used,
analyzing an air stream drawn through the attached main
sample line by a downstream vacuum pump for δ18Ov, δ2Hv,
and vapor concentration at a frequency of 0.5 Hz. Further, a
nitrogen gas (N2) supply installation is employed, compris-
ing a regulated pressurized source to the main dilution line
withaﬂowrateadjustabletoatargetvaluesequenceimposed
by a programmable digital mass ﬂow controller (Analyt-
MTC, Müllheim, Germany). In case of the diffusion dilution
sampling (DDS) method, the N2 supply is split upstream of
the ﬁrst mass ﬂow controller and a second mass ﬂow con-
troller is used to regulate the ﬂow rate through the main
throughﬂow line. The CRDS instrument and N2 supply in-
stallations are housed in a customized trailer for ﬁeld deploy-
ment. The trailer comprises a voltage transformer and high
capacity accumulators to enable stable and gap-free opera-
tion using an electric generator power source in remote ﬁeld
applications and is vented to prevent instrument overheating.
Each of the main gas transport lines is branched in two
steps to facilitate operation of a multitude of probes at vary-
ing locations with minimum total tubing length. The main
gas transport lines are guided from the trailer to a cen-
tral distribution box where radial multi-port connectors (Up-
church Scientiﬁc, Oak Harbor, WA, USA) are used to dis-
tribute the main lines towards local control boxes associ-
ated with a cluster of probes installed in the subsurface (e.g.,
at varying depths beneath a speciﬁc surface location). Ar-
rays of two-way normally closed electromechanically actu-
ated solenoid valves (Clippard Minimatic, Cincinnati, OH,
USA) mounted on manifold blocks (custom manufactured
from polyvinylidene ﬂuoride (PVDF) by Fischer Plastics,
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Figure 2. Schematic three-dimensional representation of the in situ
soil water isotope probes according to (a) the ADS and (b) the DDS
method. Labels indicate (1) microporous tube, (2) central element,
(3) mixing chamber, (4) line retainer, (5) sample line, (6) dilution
line, (7) throughﬂow line, and (8) insertion and protection shaft.
Gundelﬁngen, Germany) are used to further split and control
the incoming gas transport lines towards individual probes.
The valves are actuated either manually or automatically
by a microcontroller switching unit. Valves controlling the
ports receiving gas transport lines of a speciﬁc probe on each
manifold are coupled and operated simultaneously.
All tubing used for the monitoring system gas transport
lines consists of ﬂuorinated ethylene propylene (FEP) and
is protected by mesh hoses. All sample lines and all lines
immediately attached to the probes have an inner diameter
(ID) of 1mm, while the remaining N2 supply lines have an
ID of 1/16in. The total effective length of each gas trans-
port line (from each probe to each end device) depends on
the study design and ﬁeld situation and amounted to ca. 10m
in the present study. Outside the trailer, all tubing connec-
tions can quickly and without tools be ﬁnger tightened using
removable and reusable ﬁttings (Upchurch Scientiﬁc), while
stainless steel ﬁttings (Swagelok, Solon, OH, USA) are used
inside the trailer.
Each soil water isotope probe (Fig. 2) is composed of three
major custom parts connectable via threads. The core of the
probe is a rigid hydrophobic microporous polyethylene (PE)
probing tube (Porex Technologies, Aachen, Germany) with a
length of 50mm and an outer diameter (OD) of 10mm. The
hydrophobic material allows water vapor contained in the
soil air to pass while prohibiting liquid water penetration at
sufﬁciently low differential pressures. The microporous tube
is sealed on one end and connected on the other end to a
central element manufactured from PVDF (Fischer Plastics).
The central element contains a mixing chamber and accepts a
line retainer with two (ADS; Fig. 2a) or three (DDS; Fig. 2b)
gas transport lines attached. The central element can be con-
nected to a rigid insertion shaft of variable length (here, 100
to 700mm) made of anodized aluminum, guiding and pro-
tecting the gas transport lines in the subsurface. This design
facilitates convenient probe installation from the soil surface
with little disturbance of the subsurface environment. The
probes are installed into pre-drilled holes using a steel tube
with an OD of 10mm, thus favoring immediate close con-
tact of the subsequently inserted probes with and preventing
compaction of the surrounding soil matrix.
The system can be used to sample the distribution of pore
water stable isotopic composition in two different modes.
On the one hand, a multitude of soil probes can be perma-
nently installed in clusters to continually monitor, for exam-
ple, depth proﬁles below various surface locations (i.e., con-
tinual mode). On the other hand, a single probe can be used
to subsequently sample spatial distributions by repeated in-
sertion at various locations and depths (i.e., push-in mode).
Of course, continuous sampling using a single permanently
installed probe is also possible; however, this will seldom
present a relevant mode of ﬁeld application.
A speciﬁc calibration approach following the principle
of identical treatment is used to facilitate normalization
of measured isotope signatures to the VSMOW reference
scale. Therefore, four polyvinyl chloride (PVC) boxes of
size 20cm×30cm×30cm were equipped with a centrally
placed SWIP, closely neighbored by two 5TE probes and
one MPS-1 probe (both Decagon Devices, Pullman, WA,
USA) sensing soil water content, temperature, electrical con-
ductivity, and matric potential. The boxes were then ﬁlled
with oven-dried soil material from the upper 60cm of the
study site. Subsequently, water of known isotopic composi-
tion was added to generate a soil water content of ca. 20vol%
at the depth of the probes and the boxes were immediately
sealed. The waters used included an isotopically light and
a heavy laboratory standard serving for normalization dur-
ing calibration and an intermediate laboratory standard used
twice (i.e., for two boxes) and serving for quality control.
The respective boxes are henceforth referred to as calibra-
tion and control standard boxes. During ﬁeld sampling, three
of the boxes were placed into a thermo-insulated housing
to reduce temperature variations, while one control standard
box was placed outside the housing, thus being subject to
strongertemperaturevariations.Theinitialsetupoftheboxes
requires approximately two hours of work and less than
USD100 of monetary effort (excluding soil physical and
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soil water isotope probes). Preparation for a speciﬁc applica-
tion requires approximately three hours of work (excluding
collection of soil material).
2.1.2 Monitoring system operation
An individual probe is operated by simultaneously opening
the associated valve on each of the manifolds, while all other
valves are closed. Once the valves are open, sample air is
drawn through the sample line at a rate of 30–35mLmin−1
imposed by the vacuum pump of the CRDS instrument. At
the same time, N2 is supplied via the dilution line into the
mixing chamber with a controllable rate. If the N2 supply
rate is lower than the sample intake rate, soil air saturated
with water vapor at the local temperature advects through
the walls of the microporous probing tube in response to the
applied absolute pressure gradient. The soil air ﬂows into the
mixing chamber, where it is diluted to a lower vapor concen-
tration as determined by the ratio of N2 supply rate to sample
intake rate. This diluted vapor-sample stream enters the sam-
ple line and ﬂows to the CRDS instrument (ADS method).
By varying the N2 supply rate, the vapor mixing ratio can be
controlled from close to zero to saturation at soil source tem-
perature. The primary purpose of the vapor dilution is to pre-
clude any condensation of water due to varying temperature
along the sample line while avoiding a sample line heating
system.
In case of the DDS method, an additional third gas trans-
port line (throughﬂow line) supplies N2 to the lower end of
the probe. The rate is regulated by a second mass ﬂow con-
troller to equal the difference between sample intake rate and
dilution rate, such that no absolute pressure gradients result
acrossthe microporouswall. Instead,driven bya partialpres-
sure gradient, vapor diffuses into the probing tube to saturate
the through ﬂowing N2 carrier gas. As for the ADS method,
thesamplestreamistransportedtotheanalyzeranddilutedin
the process. While this method raises the expenses for mon-
itoring system acquisition and operation, it provides the ad-
vantage that it can be applied under saturated conditions as
longasthewaterentrypressureoftheemployedmicroporous
material is not exceeded.
The monitoring system allows for manual or automated
sampling using programmed probe and dilution rate se-
quences. In a typical probe sequence, all SWIPs are subse-
quently sampled, moving from one cluster to the next, oc-
casionally intermitted by sampling the standard boxes. A
given location is typically probed using a dilution rate se-
quence starting with a short ﬂushing phase with high dilu-
tion, thus clearing the mixing chamber, sample lines, and
cavity (i.e., the entire path for the new sample vapor) from
vapor of previous samples. This is followed by a sampling
phase with lower dilution. In the present application, each
in situ measurement was conducted using a sequence of 60s
ﬂushing and 150s sampling. Thereby, dilution ﬂow rates of
36 and 18mLmin−1 were used, respectively. The former
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Figure 3. Exemplary time series signal representing the acquisition
of a pore water stable isotope proﬁle using the in situ sampling sys-
tem with permanently installed ADS probes and a dilution sequence
of60sﬂushingand210ssampling.Solidverticallinesencloseperi-
ods of sample arrival. Exponential ﬁts use data from the asymptotic
period up to 150s after start of sample arrival, as enclosed by the
dashed vertical lines. A moving average (15s backward) is provided
for illustrative purposes.
slightly exceeds the nominal sample intake rate, while the
latter presents the minimal dilution rate necessary to avoid
condensation during >95% of the time of a day and year
in the region of application, as computed from multi-year
temperature records.
2.1.3 Signal processing
Processing of the acquired time series signals is fully au-
tomated into a MATLAB® (The MathWorks, Inc., Natick,
MA, USA) toolbox. Standard processing for the CRDS-
based measurements includes derivation of raw sample val-
ues from the observed high-frequency signals, subsequent
corrections to account for instrument-speciﬁc vapor concen-
tration biases, drift, and deviations from the internationally
accepted reference scale (e.g., Schmidt et al., 2010; Sturm
and Knohl, 2010; Gröning, 2011; Aemisegger et al., 2012),
as well as conversion of the corrected vapor to respective
liquid water isotopic compositions.
Inspecting the acquired time series of water vapor con-
centration (Fig. 3a), individual sample phases can be eas-
ily identiﬁed as step input responses with a vapor concentra-
tion asymptotically approaching a level depending on the soil
temperature and the imposed dilution rate. The asymptotic
behavior can be primarily attributed to advective–diffusive–
reactive transport through the soil pore space and the vari-
ous segments of the probing system as well as storage ef-
fects such as cavity reservoir gas exchange. The preced-
ing ﬂush phase is characterized by an initial peak followed
by declining vapor concentration, emptying the sample line
for the next sample intake. Note also that a short time lag
(ca. 20s) exists between observed responses and switching
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of valves and dilution rates due to the bulk transport through
the sample lines.
To determine the vapor concentration and raw isotopic
composition of each sample, the acquired time series of va-
por concentration is ﬁrst scanned to identify characteristic
times based on differentiation of the signal (i.e., using a
multi-point moving slope to reduce the impact of noise).
These include the deﬁned start time of sample arrival, start
time of asymptotic behavior, and end time of sample arrival,
which are identiﬁed as the stationary point, ﬁrst inﬂection
point (from convex to concave downwards), and second in-
ﬂection point (from concave to convex downwards) follow-
ing a declining ﬂush phase, respectively. Second, sample val-
ues are obtained as steady-state solution of a simple expo-
nential function ﬁtted to the respective asymptotic period of
sample arrival in a least squares sense. Using the root mean
squared error (RMSE) as quality criterion, it was found that
exponential models of type
δ(t) = δ∞ +(δ0 −δ∞)e(−t/τ), (2)
where t indicates the time, τ is a time constant, and sub-
scripts 0 and ∞ indicate the initial and steady-state solution,
respectively, ﬁt well (RMSE<0.4‰ for δ18Ov and <3.3‰
for δ2Hv) to the observed δ-value response signal. Further,
exponential models of type
c(t) = c∞ +(c0 −c∞)e(−t/τ1) +λe(−t/τ2), (3)
where τ1 and τ2 are time constants and λ is a parameter, ﬁt
well (RMSE<80ppmv) to the observed vapor concentration
c response signal. Note that device related corrections (e.g.,
vapor concentration dependency) may be applied prior to ﬁt-
ting a model in case they are non-linear. The 95% conﬁdence
interval (CI) of the exponential model ﬁts is computed based
on the estimated coefﬁcient covariance matrix (on average
0.19‰ for δ18Ov, 1.5‰ for δ2Hv, and 11ppmv for c) and
illustrates the uncertainty of sample value estimation from
the signal (Fig. 3). While some average value over a speci-
ﬁed segment of the asymptotic period could actually be used
without signiﬁcant deterioration of data quality, the asymp-
totic model makes better use of the data, can reduce the im-
pact of noise and increase the precision, is independent of
an averaging interval, less dependent on the selected period,
and provides for a statistically more valid approach. These
aspects are of particular relevance when short sampling times
are targeted. However, we omit ﬁtting a more complex model
to the entire response signal at this point, partially to avoid
the impact of noisy observations at low vapor concentration.
The obtained raw sample values of δ18Ov and δ2Hv are
then corrected for analyzer speciﬁc vapor concentration de-
pendent bias relative to an arbitrary reference concentra-
tion. Least-squares-ﬁtted relations were derived prior to the
ﬁeld sampling based on vaporized discrete laboratory stan-
dard water aliquots of three isotopic compositions and vary-
ing volume. The aliquots were injected into a vaporizer us-
ing a liquid auto sampler and N2 was used as a carrier gas.
The sample liquid water isotopic composition (i.e., δ18Ol and
δ2Hl) associated with each δ18Ov and δ2Hv value is then es-
timated using soil temperatures measured at the respective
depth of vapor extraction along with the equations for free
water liquid–vapor equilibrium fractionation established by
Majoube (1971). Finally, a combined calibration and drift
correction is applied for normalization of δ18Ol and δ2Hl val-
ues to the VSMOW reference scale and elimination of tem-
poral biases. Therefore, calibration standard measurements
obtained approximately every two to three hours and pro-
cessed identically to in-soil measurements up to this point
are linearly interpolated to the time of each other sample to
conduct a linear two-point calibration (e.g., Gröning, 2011).
2.2 Field application and evaluation
2.2.1 Site description and instrumentation
The in situ monitoring system was tested under ﬁeld condi-
tions and evaluated against results from concurrent destruc-
tive sampling. Measurements were conducted during one
day in September 2012 on an experimental site located at
310mabovesealevelonavineyardterraceoftheKaiserstuhl
mountain range (48◦05033.4800 N, 7◦42024.0600 E) in south-
west Germany. The mean annual temperature is 11 ◦C and
the mean annual precipitation amounts to 900mm. A lo-
cal meteoric water line (LMWL) was obtained based on
weekly bulk samples of precipitation collected on the site
from June 2011 to August 2012. The slightly clayey silt
soils (Calcaric Regosol) of the study site developed from a
thick layer of Pleistocene aeolian loess covering the Tertiary
volcanic rock forming the Kaiserstuhl (Hädrich and Stahr,
2001). Due to the low slope (<5%) and deep permeable
soils, water ﬂuxes are predominantly vertical.
Plots of size 3m2 were instrumented and planted with var-
ious species in 2011 as part of ongoing research. 5TE and
MPS-1 or MPS-2 probes installed at depths of 5, 10, 20, ...,
60cm deliver data at 10min intervals. Three plots planted
with grass, beech, and no vegetation (i.e., bare soil) were se-
lected for this study. The plots had been sheltered from pre-
cipitation approximately two weeks prior to sampling such
that quasi-static conditions in terms of pore water content
and isotopic composition may be assumed.
2.2.2 Destructive pore water isotope sampling
For each plot, three soil cores were retrieved using a Pür-
ckhauer drill. The cores were immediately partitioned into
samples representing depth intervals of 0–5, 5–15,..., 75–
85cm and stored into gas-impermeable bags (Weber Pack-
aging, Güglingen, Germany). The bags were subsequently
ﬁlled with N2, heat-sealed, and analyzed in the laboratory us-
ing the direct equilibration method as detailed by Wassenaar
et al. (2008) and Garvelmann et al. (2012). The headspace
water vapor isotopic composition of each sample was probed
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Table 1. Summary statistics of in situ and destructive laboratory-based pore water stable isotope measurements of quality control standards
with and without thermo-insulation (TI) and soil proﬁles.
ADS DDS Destructive
Control Soil Control Soil Control
w/ TI w/o TI Installed Push-in w/ TI w/o TI Push-in
δ18Ol (‰)
RMSE 0.16 0.17 0.38 0.43 0.15 0.18 0.42 0.15
MAE 0.13 0.14 0.31 0.35 0.12 0.14 0.34 0.11
BIAS −0.02 0.02 0.04 −0.02 −0.02 0.03 −0.04 −0.01
SD 0.16 0.17 0.37 0.43 0.15 0.18 0.42 0.15
LOA upper 0.29 0.35 0.77 0.82 0.27 0.38 0.78 0.28
LOA lower −0.33 −0.31 −0.69 −0.86 −0.31 −0.32 −0.86 −0.30
δ2Hl (‰)
RMSE 1.23 1.15 2.87 2.92 1.32 1.20 3.09 1.03
MAE 1.05 0.98 2.38 2.35 1.10 1.02 2.53 0.86
BIAS −0.12 0.10 0.32 −0.20 −0.17 0.12 −0.37 −0.10
SD 1.22 1.15 2.85 2.91 1.32 1.20 3.06 1.03
LOA upper 2.27 2.35 5.91 5.50 2.42 2.47 5.63 1.92
LOA lower −2.51 −2.15 −5.27 −5.90 −2.76 −2.23 −6.37 −2.12
T a (◦C) Min/max 13/21 11/23 14/19 14/19 14/19 12/22 14/19 21/22
cb (103 ppmv) Min/max 7/13 6/14 7/10 7/10 7/10 6/13 7/10 26/27
nc 18 18 36 36 9 9 36 9
a Temperature; b Vapor concentration; c Sample size.
for 390s at constant temperature using the same WS-CRDS
analyzer as above. Raw sample δ18Ov and δ2Hv values were
obtained as the arithmetic mean over the last 90s of sam-
ple arrival and consequently normalized, drift corrected, and
converted to δ18Ol and δ2Hl values as described for the in
situ sampling. Following a similar identical treatment ap-
proach, calibration and quality control were conducted based
on reference samples prepared from oven-dried soil material
from the study site mixed with three laboratory standard wa-
ters. The reference samples were prepared to have the same
dry mass as the average soil samples and a water content of
20vol%, otherwise treated identically to the soil core sam-
ples, and alternatingly analyzed between groups of three soil
core samples.
2.2.3 In situ pore water isotope sampling and
evaluation
Three in situ sampling approaches were selected, each to ob-
tain two pore water isotope proﬁles for each plot with dis-
crete measurements at depths of 10, 20, ..., 60cm. In situ
measurements were conducted and processed as described
above and using (i) a subset of 18 ADS probes permanently
installed at the respective locations and depths in July 2012
as part of ongoing research, (ii) an ADS probe in push-in
mode (i.e., subsequently inserted at the respective locations
and depths), and (iii) a DDS probe in push-in mode.
The methodological accuracy of and the agreement be-
tween processed in situ and destructive laboratory-based iso-
tope measurements are assessed in terms of the differences to
known control standard values and to each other (i.e., evalu-
ating all measurements from equal depths and similar vegeta-
tion cover against each other), respectively. Summary statis-
tics provided include the respective root mean squared dif-
ferences (RMSE), mean absolute differences (MAE), mean
differences (BIAS), and 95% limits of agreement (LOA) es-
timated as the BIAS±1.96-fold standard deviation (SD) of
the differences (Bland and Altman, 1986). For each method,
the methodological precision and the reproducibility (or vari-
ability) of soil proﬁle measurements are assessed in terms
of the (pooled) SD of processed control standard measure-
ments and repeated soil measurements at equal depths, re-
spectively. Control standards placed inside and outside a
thermo-insulated housing are evaluated separately to assess
the impact of larger temperature and associated vapor con-
centration variations and differences to calibration condi-
tions. In addition to data obtained during the day of proﬁle
sampling, a multi-day record of control standard measure-
mentsobtainedaspartofongoingresearchisusedtoincrease
the sample size.
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3 Results
3.1 Evaluation of sampling methods
The monitoring system facilitates rapid signal stabilization
enabling high-quality sample value estimates at short sam-
pling intervals for the employed dilution sequence and un-
der the ﬁeld conditions encountered (Table 1; Fig. 3). The
time required to reach a stable signal depends upon a vari-
ety of operational and environmental factors, such as dilution
sequence and rates or magnitude of isotopic differences be-
tween successive samples. While a systematic assessment is
beyond the scope of this paper and sample value estimation
was based on exponential models, it is noted that time con-
stants for exponential ﬁts to the asymptotic periods of the ac-
quired signals, starting ca. 18±4s (arithmetic mean±SD)
after ﬁrst sample arrival, were similar for all in situ sam-
pling approaches and averaged to ca. 31±12s for δ18Ov
and 34±13s for δ2Hv. This given, the time required for
the signal to approach a steady value to within a range of,
e.g., ±0.1‰ for δ18Ov and ±0.5‰ for δ2Hv, which corre-
sponds to half the analyzer precision speciﬁcation (Picarro,
2012), can be estimated to amount 108±45s for δ18Ov and
128±48s for δ2Hv. This indicates that short sampling in-
tervals are feasible also without employing an asymptotic
model.
Evaluation of control standard measurements indicates
high accuracy and precision for both the ADS and the DDS
method over multiple days of ﬁeld operation. Summary
statistics (Table 1) show that systematic errors were small,
while random errors were on the order of the precision spec-
iﬁed for the employed CRDS instrument (Picarro, 2012) and
approximately twice to thrice as high as that currently at-
tainable with IRMS instrumentation under laboratory con-
ditions (Brand, 2004; Horita and Kendall, 2004); however,
this is excluding effects related to sample collection and
preparation in case of the latter, which often compromise
the overall accuracy (Kerstel and Gianfrani, 2008). Thereby,
larger temperature variations and deviations from calibra-
tion conditions (ca. −3 to +4 ◦C) did not signiﬁcantly im-
pact the control standard measurement error (two-sample t
test, p>0.05). Further, the quality of in situ measurements
approached that attained for laboratory-based measurements
conductedusingthedirectequilibrationtechniqueundercon-
stant temperature conditions and with higher vapor concen-
trations. Note that in case of the laboratory-based measure-
ments, some variability may be associated with the prepara-
tion of individual reference samples for calibration and con-
trol of soil core samples in contrast to repeated in situ mea-
surementsofidenticalcalibrationandcontrolstandardboxes.
3.2 Evaluation of soil proﬁle measurements
Depth proﬁles of pore water isotopic composition obtained
basedonthevariousinsitusamplingapproachesanddestruc-
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Figure 4. Depth proﬁles of pore water δ2Hl and δ18Ol for a bare
soil (a, d), grass (b, e), and beech (c, f) plot obtained based on in
situ (vertically shifted for visibility) and destructive sampling. The
methodological accuracy associated with each symbol is indicated
in terms of 95% limits of agreement.
tive sampling are physically plausible and generally in good
agreementforallthreeplotsunderinvestigation(Fig.4).This
holds with respect to all, the range, distribution, and magni-
tude of observed isotope signatures and under the conditions
encountered, with observed soil water contents and matric
potentials atdepths below5cm generallyranging fromca. 12
to 24vol% and −150 to −27kPa, respectively.
Repeated in-soil measurements obtained for installed
identical ADS probes coincide closely (SD 0.22‰ for δ18Ol
and 1.6‰ for δ2Hl), exhibiting a reproducibility approach-
ing that obtained for control standard measurements and in-
dicating the value of continual in situ multi-probe sampling.
Stronger inter-proﬁle variability exceeding the respective es-
timated methodological precision is observed for push-in
proﬁle sampling using the ADS (SD 0.38‰ for δ18Ol and
2.6‰ for δ2Hl) or DDS (SD 0.37‰ for δ18Ol and 2.8‰
for δ2Hl) probes and for destructive proﬁle sampling (SD
0.34‰ for δ18Ol and 2.4‰ for δ2Hl). However, this can
primarily be attributed to varying target soil water isotopic
composition encountered at differing sampling locations.
Comparing in situ and destructive proﬁle sampling re-
sults, observed differences are overall similar for all in situ
sampling approaches (Table 1). Comparable agreement with
destructive sampling results is obtained for spatially more
proximate push-in mode sampling using either method com-
pared to continual mode sampling, supporting the assump-
tion of sampling distance as source of intra-method variabil-
ity. Similar results could be observed when comparing in situ
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Figure 5. Plot of pore water δ2Hl versus δ18Ol obtained based on
in situ and destructive sampling of soil proﬁles (depths from 10 to
60cm). The methodological accuracy associated with each symbol
is indicated in terms of 95% limits of agreement.
sampling results obtained from different methods and modes
of operation with each other (Fig. 4). In all cases, random de-
viations appear dominant, while biases are small. The inter-
methodSDandRMSEareontheorderoftheestimatedinter-
proﬁle variability for the non-continual sampling methods,
indicating that intra-method variability is the major source
of inter-method disagreement. Clearly, additional sources of
error and uncertainty including spatial variation of targeted
pore water signatures along with lack of spatial coincidence
of sampling location, imprecise depth assignment, and com-
pressionduringdestructivesamplingaddtothemethodologi-
cal differences and errors. However, no major bias or obvious
systematic dependency can be observed regarding the agree-
ment and relative variability along the soil proﬁles and thus,
with varying soil properties or states and gradients of soil wa-
ter content, matric potential, and temperature. This indicates
that any such effect, over the range of ﬁeld conditions en-
counteredandifpresent,doesnotsubstantiallyexceedthere-
ported level of agreement or reproducibility and may thus be
deemed negligible, and is at least similar for both sampling
techniques, such that the methods may be used interchange-
ably. Further, the spatial variations in isotopic composition
obtained from destructive sampling at the measurement scale
of 10cm are well reproduced by the in situ sampling meth-
ods, indicating that in fact a localized isotopic equilibrium
between the pore water phases existed and was represented
in the sampling results.
The majority of samples plot closely along the global
(Craig, 1961) and local meteoric water lines (GMWL and
LMWL, respectively; Fig. 5), indicating coherence of ob-
tained δ18Ol and δ2Hl values assuming a mostly unaltered
meteoric origin of waters. Only few samples, obtained in
close proximity to the surface, show potentially evaporative
enrichment effects. Under non-equilibrium conditions of ac-
tual net evaporation, a more complex model-based interpre-
tation of vapor data is necessary to obtain liquid water esti-
mates. Yet, all in situ samples displayed approximately wa-
ter vapor saturation within measurement precision of spa-
tiotemporally local temperature (i.e., based on either Kelvin
or Magnus Equation and taking dilution rate into account)
and agree well with headspace samples from soil cores. This
mayindicatethatnoadditionalnetevaporationwasoccurring
at the time of in situ sampling and further, that the effects are
not related to surface proximity of sampling.
A physical interpretation of the measured isotope pro-
ﬁles is beyond the scope of this paper. Nevertheless, it can
be noted that the last major summer rainfall reaching the
ground surface had a composition of ca. −3.5‰ δ18Ol and
−22‰ δ2Hl, while typical winter rains are at −9.5‰ δ18Ol
and −66‰ δ2Hl. Thus, the obtained results may be deemed
physically plausible and reﬂect the common perception of an
attenuated seasonal meteoric variation subject to losses by
transpiration and some evaporative enrichment in the topsoil
(Dansgaard, 1964; Barnes and Allison, 1988; Garvelmann et
al., 2012).
4 Discussion
4.1 Monitoring system implementation and
functionality
The presented system was developed to allow for unattended
functional and efﬁcient minimal invasive ﬁeld monitoring of
pore water stable isotope distributions with high sampling
rate and limited cost. The monitoring system is set up mod-
ularly and can be easily and ﬂexibly installed, adapted, and
extended for accommodation of a multitude of probes and
changing applications with relatively little extra expenses.
Automated sampling is facilitated by a microprocessor con-
trolled switching unit with solenoid valves enduring >109
cycles. The rigid tubular design and small dimensions of
the probes (diameter of 10mm) allow for simple installa-
tion causing little disturbance and obstruction to the sub-
surface ﬂow ﬁeld and processes under investigation as well
as for localized vapor extraction. All parts and materials
were selected to be robust and weathering resistant, allow-
ing the system to persist in the subsurface for continuous or
repeated application. Additionally, all parts that come into
contact with the sample air, most importantly the FEP sam-
ple lines, have low dead volume, are chemically mostly inert,
and have low water sorption, porosity, and gas permeability
(e.g., Mark, 2009).
Avoiding a sample line heating approach, the in situ dilu-
tion technique provides optimal control over sample mixing
ratios from the subsurface sampling location to the analyzer
cavity. Adequate dilution sequences allow for efﬁcient purg-
ing of the sample lines and clear sample detection, prevent
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condensationand associatedfractionation effects at anypoint
of the system, and potentially reduce the effects of sorption
and storage in the various compartments of the monitoring
system. Along with the low pumping rate, the physicochem-
ical and isotopic disturbance of the natural soil water phase
system in the probing environment (i.e., due to imposed ab-
solute or partial pressure gradients and soil air losses) is
reduced during actual and prolonged sampling.
As stated above, all in situ samples displayed approxi-
mate water vapor saturation at extraction, independent of lo-
cal soil physical states or gradients. Also, clear optima of
agreement between sample and saturation vapor pressures
computed based on temperature measurements could be ob-
served when considering the spatially and temporally clos-
est observation. Further, neither repeated nor prolonged ex-
traction (i.e., >30min) moved the liquid–vapor system from
chemical equilibrium or caused continuous modiﬁcation of
the observed isotopic composition. This is consistent with
recent laboratory results of Rothfuss et al. (2013). Impor-
tantly, these observations imply that monitoring liquid pore
water isotopic composition using the presented system does
notnecessarilydemandactualmeasurementsofsoiltempera-
ture. Instead, the required liquid–vapor isotopic fractionation
factors may be inferred based on observed vapor concentra-
tions, provided that these are measured accurately (see e.g.,
Aemisegger et al., 2012), equilibrium conditions prevail, and
effects of water potential are negligible or can be estimated.
For the present application, very similar estimates of δ18Ol
and δ2Hl could be obtained based on either measured tem-
peratures or vapor concentrations (data not shown).
4.2 Monitoring system performance
The outlined technical and operational implementation is es-
sential in practical ﬁeld applications with continual accurate,
precise, and rapid sampling for at least most of the year and
for different climatic regions. The presented and evaluated
excerpt of a ﬁeld application employing a branching network
of actually more than 30 SWIPs demonstrates these capa-
bilities for the conditions encountered. A quick stabilization
of the sample signal is attained, facilitating sampling inter-
vals of approximately four minutes. Employing a speciﬁc
identical treatment approach for calibration and drift correc-
tion, along with a vapor concentration bias correction and
the well established formulations for free water liquid–vapor
equilibrium fractionation by Majoube (1971), accurate and
reproducible inference of normalized liquid pore water iso-
topic composition from vapor analysis was possible without
speciﬁc prior characterization of additional sampling effects.
Thereby, the two in situ methods tested (ADS and DDS) and
the two modes of employment (continual and push-in) were
shown to provide similar overall results in good agreement
with laboratory-based direct equilibration measurements of
destructively collected samples. The comparison of in situ
anddestructivesamplingresults,thephysicalplausibilityand
reproducibility of the measurements, and sample vapor con-
centrations indicate that, for the level of data quality given,
theextractedvapordidinfactphysicochemicallyandisotopi-
cally represent the spatiotemporally local liquid pore water.
The obtained precision of liquid water δ-value estimates is
deemed sufﬁcient for the anticipated applications. Improve-
ments may come from further enhanced technical and op-
erational implementation and calibration and correction ap-
proaches. Additional measures, such as a sophisticated ther-
mal stabilization of the isotope analyzer, may also prove nec-
essary for continuous application across seasons and years.
Longer sampling and integration times and higher vapor con-
centrations (i.e., lower dilution) may often reduce sampling
errors and uncertainties due to proceeded signal stabilization,
reduced impact of background short-term noise, and instru-
ment precision dependencies on vapor concentration (e.g.,
Sturm and Knohl, 2010; Aemisegger et al., 2012), while
a higher pumping rate could accelerate signal stabilization.
However, the former and both must be traded off for lower
sample generation rate and increased actual and long-term
disturbance of the natural system, respectively. Further, it is
important to note in this context that slow signal stabilization
would impede proper signal attainment when the temporal
scale of changes in liquid source water or of other effects on
the vapor isotopic composition (e.g., temperature changes or
instrument drift) is exceeded, which also limits the maximum
integration time.
4.3 Assumptions and potential limitations
In principle, the implementation of the monitoring system
allows for continuous long-term ﬁeld observations with lit-
tle user interaction. Primary limits on unattended application
are probably imposed by the need to refresh dry gas sup-
ply and calibration standard waters. The number of samples
extractable from the calibration boxes with negligible iso-
topic alteration depends on the initial water reservoir and
the volume of liquid water lost per sample. Ca. 0.4µL of
water are lost per sample (assuming 20 ◦C and 1atm), re-
sulting in <0.2% total volume loss after 104 calibrations
for the present setup. Secondary limits derive from the life
span of individual instruments (with 104 h for the vacuum
pumpaslikelyminimum)ortheprobesthemselves(expected
several years). In remote ﬁeld locations, power supply for
the instruments can become the critical limiting factor. Ap-
plication in a laboratory setting should, however, generally
be straightforward.
Although not observed for the tested timescales, alteration
of local soil water content and isotopic composition due to
vaporextractionmaybecomeanissueduringprolongedsam-
pling that requires further investigation. A rough impression
can be gained in this context by estimating that a single sam-
ple may reduce the water content in an isolated soil volume
surrounding the probe to an arbitrary distance of 1cm by
<10−3 vol% or, at a low water content of e.g., 5vol%, by
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<0.02%. Thus, ca. 50 repeated local measurements could be
conducted before reducing even a dry moisture state by 1%.
Considering that small local water losses and isotopic en-
richment effects are evened by ﬂow and transport processes
in the liquid and vapor phase over time, we would not expect
continued alteration of local soil water once sampling inter-
vals are sufﬁciently long and individual sampling times are
sufﬁciently short. Thus, the question becomes more one of
feasible frequency rather than total of repeated representative
samples. Finally, it should be pointed out in this context that
the alternative in situ method using suction cups for extrac-
tion of liquid pore water will deﬁnitely reduce the local wa-
ter content signiﬁcantly and hence alter the ﬂow ﬁeld, there-
fore, not allowing for a continuous sampling, particularly
in dry soils.
A range of environmental and sampling related character-
istics and processes could potentially affect the actual and
observed gas-phase isotope signatures and their relation to
the local target liquid-phase signatures in space and time.
The employed calibration approach provides an advantage
in this regard; any constant or temporally variable sampling
effects independent of variable conditions diverging from the
reference can be assumed to be removed or reﬂected in the
estimated methodological precision. If necessary, systematic
effects equally impacting control standard and soil probing
(e.g., due to variations of vapor concentration or analyzer
temperature) could also be corrected based on assimilated
data. A variety of effects could, however, require additional
considerations to reduce biases and avoid misinterpretation.
Such effects may be related to sampling and measurement
and due to, for example, organics causing spectroscopic in-
terference (West et al., 2010a, 2011; Schultz et al., 2011),
vapor extraction causing evaporative surface cooling (Cappa
et al., 2003), or variable speciﬁc isotopic fractionation asso-
ciated with transport across a particular porous probing ma-
terial. Although the latter was found to be negligible in initial
headspace experiments comparing SWIP-based versus direct
intake sampling (data not shown), such may arise under satu-
rated conditions (Herbstritt et al., 2012) and depending upon
concentration gradients across the porous walls, vapor ex-
traction rates, and properties of the probing tube.
More fundamental are potential environmental effects in
the soil. Such may include variable liquid–vapor isotopic
equilibrium depending on physicochemical states such as
chemical (osmotic or matric) potential of water (see e.g.,
Sofer and Gat, 1972; Horita, 1989; Horita and Wesolowski,
1994; but also Allison, 1987; Rothfuss et al., 2013) or tem-
porary disequilibrium due to water and vapor movement, net
phase changes, and isotopic exchange in soils (see Soder-
berg et al., 2012, and references therein). Note in this context
that the relevant rates of liquid–vapor isotopic exchange may
depend upon, for example, properties of the geologic mate-
rial (Hsieh et al., 1998b; Wassenaar et al., 2008), physico-
chemical states (Ingraham and Criss, 1998), and saturation
controlled liquid surface area to volume ratio (Ingraham and
Criss, 1993; Costanza-Robinson and Brusseau, 2002), with
implications for the actual resolvability of dynamic liquid
pore water signatures. In addition and similar to previous
sampling approaches (e.g., Landon et al., 1999; Figueroa-
Johnson et al., 2007; Wassenaar et al., 2008), the process
informationmaybeblurredbyunconsideredalterationofliq-
uid soil water isotopic composition itself (e.g., due to inter-
actions with inorganic or organic soil constituents) or unclear
contribution of water stored in different compartments of the
pore space (e.g., Brooks et al., 2010).
4.4 Outlook
The above enumeration of potential effects that may interact
and vary depending upon the speciﬁc soil properties clari-
ﬁes that further research into the underlying physical and the
sampling related aspects is needed to attain complete conﬁ-
dence in the representativeness of results obtained using the
presented or any other, particularly vapor-based pore water
isotope sampling approach. While we did not observe ob-
vious systematic impediment to multi-day measurements of
control standards or deviations from methodologically simi-
lar direct equilibration measurements of soil core samples,
such cannot be generally precluded based on the data set
presented. Instead, relevant effects may be anticipated to
emerge during long-term applications, when more extreme
and variable conditions in space and time are encountered,
and when the level of “identity” of natural and reference
conditions present for this study cannot be practically at-
tained. As such, the introduced monitoring techniques will
certainly proﬁt from continued laboratory experimentation,
broad and prolonged ﬁeld application, and further compari-
son with conventional methods.
Subject to its own peculiarities, the presented approach
drastically decreases the expenditure of time, labor, and
money for pore water stable isotope monitoring while elim-
inating a variety of error and uncertainty sources associ-
ated with sample collection, transport, storage, and prepa-
ration. The ability of minimal-invasive repeated sample gen-
eration at a multitude of locations and at an unprecedented
rate extends the scope of stable isotope analysis for mani-
fold applications, such as investigations of vertical and lat-
eral subsurface ﬂow and transport processes or plant–soil
water interactions. According to the premise that an exper-
imental design should provide the maximum information
for the minimum expenditure, the choice of method will
thereby depend upon the processes and anticipated condi-
tions at the site under investigation. DDS probes are more
expensive than ADS probes in terms of acquisition and
maintenance (i.e., demanding additional carrier gas supply
and control), but will be required when saturated conditions
could be encountered. In contrast, the push-in application
strongly reduces acquisition cost and will be particularly use-
ful when spatial variations of soil water isotopic composi-
tion are of primary interest, while continuous assessment of
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highly dynamic processes will require permanently installed
probes, and a combination of both applications with each
other and/or destructive sampling can provide valuable spa-
tiotemporal information.
5 Conclusions
This paper introduced a novel system for continual in situ
monitoring of pore water stable isotope distributions. The
system was technically and operationally implemented to
be durable and functional, facilitating automated, minimal-
invasive sampling with high frequency, yet limited in cost.
Along with a speciﬁc on-site calibration approach and ba-
sic corrections for instrument bias and liquid–vapor isotopic
fractionation, sufﬁciently accurate and precise inference of
normalized liquid pore water isotopic composition was fa-
cilitated at sampling intervals of less than four minutes un-
der the conditions encountered. Thereby, the isotopic vari-
ability along natural depth proﬁles was resolved at the mea-
surement scale of ten centimeters. Comparison indicated that
the presented in situ approaches may be used interchange-
ably with each other and with laboratory-based direct equi-
libration measurements of destructively collected samples.
The choice of method will thus depend upon the task and
anticipated conditions of sampling. While further research
is clearly needed to evaluate and enhance universal relia-
bility and applicability across variable conditions in space
and time, the monitoring system has demonstrated capabili-
ties of continual sample generation from a multitude of loca-
tions and at an unprecedented rate with minimal disturbance
of natural processes. This provides for a powerful tool that
can open new avenues towards a detailed quantitative under-
standing of subsurface water dynamics and ﬂuxes in and out
of the soil such as inﬁltration, recharge, evapotranspiration,
and runoff.
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